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ASTM consensus has not been obtained on this information letter.  An appropriate ASTM ballot will 
be issued in order to achieve such consensus. 
 
TO:  C13 Mailing List 
 
SUBJECT: New Lab and New Stand Definition    
 
 During the July 22nd Surveillance Panel teleconference it was decided that the definition of a new 
lab and stand should be clarified in the C13 procedure to avoid any ambiguity and misinterpretation.  
Section 9.2 has been updated is attached. 
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(Revises Test Method D7549-15 as amended by IL 15-01) 

 

Replace current 9.2 and 9.2.1 with the following: 
 

9.2 New Laboratories and New Test Stands 

9.2.1 New Laboratory - A new laboratory is any laboratory that has never previously calibrated a 

test stand by this test method. 

9.2.2 New Test Stand - A new test stand is a test cell and support hardware that has never 

previously been calibrated by this test method.  Perform a calibration (9.2.3) to introduce a new 

test stand. 

9.2.3 New Test Stand Calibration - Calibrate a new test stand in accordance with the LTMS.5 

 


